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Abstract
Background To improve endoscopic surgical skills, an
increasing number of surgical residents practice on box or
virtual reality (VR) trainers. Current training is focused
mainly on hand–eye coordination. Training methods that
focus on applying the right amount of force are not yet
available.
Methods The aim of this project is to develop a low-cost
training system that measures the interaction force between
tissue and instruments and displays a visual representation
of the applied forces inside the camera image. This visual
representation continuously informs the subject about the
magnitude and the direction of applied forces. To show the
potential of the developed training system, a pilot study
was conducted in which six novices performed a needle-
driving task in a box trainer with visual feedback of the
force, and six novices performed the same task without
visual feedback of the force. All subjects performed the
training task ﬁve times and were subsequently tested in a
post-test without visual feedback.
Results The subjects who received visual feedback during
training exerted on average 1.3 N (STD 0.6 N) to drive the
needle through the tissue during the post-test. This value
was considerably higher for the group that received no
feedback (2.6 N, STD 0.9 N). The maximum interaction
force during the post-test was noticeably lower for the
feedback group (4.1 N, STD 1.1 N) compared with that of
the control group (8.0 N, STD 3.3 N).
Conclusions The force-sensing training system provides
us with the unique possibility to objectively assess tissue-
handling skills in a laboratory setting. The real-time visu-
alization of applied forces during training may facilitate
acquisition of tissue-handling skills in complex laparo-
scopic tasks and could stimulate proﬁciency gain curves of
trainees. However, larger randomized trials that also
include other tasks are necessary to determine whether
training with visual feedback about forces reduces the
interaction force during laparoscopic surgery.
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In endoscopic surgery, trocar friction, scaling, and mirror
effectsmakeitdifﬁculttoestimatetheforcesthatareexerted
atthetipoftheinstrumentsduringatissuemanipulationtask.
Due to this distorted haptic feedback, surgeons need to rely
on other information sources (e.g., tissue deformation or
colorchanges)topreventtissuedamageduringmanipulation
of tissue. In training, the role of force feedback is not always
unambiguous. Some manufacturers of training simulators
incorporate some kind of haptic feedback in their virtual
reality (VR) trainers [1, 2], while others state that haptic
feedback in VR is not essential for simple training tasks. For
more complex tasks that are often used for skills assessment
(i.e., suturing), many studies suggest that force feedback is
essential[3–5].Previousstudiesshowthatinteractionforces
between tissue and needle during needle-driving are related
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and Other Interventional Techniques tosuturedepthandquality,whileforcesappliedonthewires
during knot-tying are related to the quality of the knot [4, 5].
Unfortunately, the force feedback provided in most com-
mercial VR trainers is far from optimal and does not yet
mimic the feedback experienced during real laparoscopic
surgery [5, 6]. A good alternative is the box trainer. In this
physicalmodelthehapticfeedbackattheinstrumenthandles
is as real as it is in live surgery. If the interaction force at
the tip is fed back to the trainee in a clear and intuitive way,
the traineecan learn howthe distorted haptic feedback at the
instrument handle and color or shape changes of the tissue
are related to the real force applied at the tip. One possibility
is to provide continuous feedback about actual forces to the
traineeintheformofavisualrepresentationthatisintegrated
in the camera image. However, a potential drawback of
visually displayed forces is that the computations that are
necessary to integrate the measured forces into a modiﬁed
camera image will introduce time delays. Many studies
suggest that time delays can distract the trainee due to
unnatural visualization during fast instrument movements
[7–10]. For realistic instrument movements, the total time
delay should be kept assmallas possible. Further,the screen
update frequency should be kept at a minimum of 30 Hz
[11, 12].
The present research consists of two parts. The ﬁrst
objective is to develop a low-cost training system that
continuously informs the trainee about the force applied on
tissue. The second objective is to investigate the aspects of
such visual force feedback. In the experiment, the perfor-
mance of six novices who received visual feedback about
interaction force is compared with the performance of six
novices who received no feedback during training. A lower
magnitude of applied forces during post-testing for the ﬁrst
group indicates that novices can learn to reduce forces
based on visual feedback.
Materials and methods
Hardware
The Force Platform, a force sensor specially developed for
force measurements in laparoscopic box trainers, can
measure forces from 0 to 10 N in three dimensions with an
accuracy of 0.1 N and a measurement frequency of 60 Hz
[4]. A webcam (Logitech webcam C600) was used to
capture images of the workspace of the instruments.
Figure 1 shows the latest version of the Force Platform and
a standard box trainer that is commonly used in laparo-
scopic training. Figure 2 shows how the webcam and the
Force Platform are ﬁxed inside the modiﬁed box trainer.
Eight white LEDs were placed around the camera lens to
create a small light beam. Comparable to real laparoscopic
camera systems, the adjustable light beam creates a more
realistic vision inside the box trainer.
Artiﬁcial tissue, imitating the skin and fat layers (Pro-
fessional Skin Pad, Mk 2, Limbs & Things, Bristol, UK),
was ﬁxed on the Force Platform. On top of the artiﬁcial
tissue, the point of insertion and direction were marked by
two lines. The line thickness was 2 mm and the distance
between the two lines was 9 mm.
Software
A user interface was built in Matlab (MathWorks,
Natick, MA) to display the camera image inside a separate
Fig. 1 Left Standard box for laparoscopic training. Right New and waterproof version of the Force Platform
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123screen while data were recorded from the Force Platform
at a rate of 30 Hz. The data are saved in arbitrary units
together with a time vector. Since the relationship between
the force sensor output and the applied forces in newtons
(N) is known after calibration, the output is computed in
newtons [4]. Second, the user interface allows the user to
display an arrow inside the camera image that represents
the magnitude and direction of the force as it is exerted on
the training task and the Force Platform. Figure 3 shows
that the offset between the arrow’s point of origin and the
lower part of the arrow prevents the work ﬁeld from being
obstructed by the arrow itself. The linear relationship
between offset distance and force magnitude increases
the intuitiveness of the provided visual feedback of the
force.
If available, information about the maximum allowable
interaction force for a particular task can be stored in the
user interface. If 75% of the maximum interaction force is
reached, the arrow turns from green to yellow. If the
maximal interaction force is exceeded, the arrow turns red.
Time delays
To investigate whether the video and Force Platform data
processing time is within the deﬁned speciﬁcations, addi-
tional tests are necessary. Since the process consists of
multiple computational steps, multiple time delays are
expected. The blue/gray blocks in Fig. 4 illustrate where
processing time is lost before an image is displayed on the
screen after it is captured by the camera. In addition, some
time is lost before the data from the Force Platform is
interpreted and visualized inside the recorded image from
the camera.
An additional video camera was placed on a tripod in
front of the training setup. To determine the delay between
image capture by the webcam and image presentation on
the monitor, an instrument handle was moved as fast as
possible toward a marked bar (point A) above the box
trainer. The movements of the instrument handle above the
box are recorded by the video recorder as well as the
indirect instrument motions from the monitor of the web-
cam. Figure 5 shows a picture from the video recorder of
the training setup with two marked points. The number of
frames between the moment that point A is reached by the
instrument handle and the moment the corresponding point
B is reached on the monitor of the webcam determines the
delay of the video system. This test was repeated for six
times while the complete setup, i.e., box, screen, and hand,
is recorded at 30 frames per second. The ﬁrst three tests
Fig. 4 Time delays in the training system. The colored blocks show
where noticeable processing time is lost during training. The total
time delay is determined by a summation of the delays in each
individual colored block in the representation
Fig. 2 A webcam, light source, and new Force Platform equipped
with artiﬁcial tissue are ﬁxed inside the custom-made box trainer
Fig. 3 Arrow representation of the force magnitude and direction.
The arrow is displayed as an overlay inside the laparoscopic image.
An offset between point of needle insertion and arrow prevents
blockage of the view of interest
244 Surg Endosc (2012) 26:242–248
123were conducted 10 s after the system was started. The last
three tests were conducted 5 min after the system was
started. During those tests, there was no feedback gener-
ated from the Force Platform. Since feedback of the force
is not always helpful, the delays found in those tests give
an indication of the system’s processing time if the force
feedback option is not used.
Next to the delay in display of the instruments, it is
important to determine the time span between sensor
loading and the moment the force feedback is displayed on
the monitor. This delay is caused by time required to
process all video and sensor data before it is visualized on
the monitor. To determine this time delay, an instrument
was placed in a trocar and pressed with a small constant
load of 200 g on the artiﬁcial tissue. With a fast downward
motion, the instrument handle was manually tapped by the
experimenter. As a result, the instrument shaft was pressed
against the Force Platform and the load that was registered
increased. This test was repeated three times. Again, the
ﬁrst three tests were conducted 10 s after the system was
started and the last three tests were conducted 5 min after
the system was started. Afterward, the number of recorded
frames between the moment the instrument handle was
tapped and the arrow was displayed on the screen was
taken as the total time delay of the system.
Because the processing time may depend on the pro-
cessor speed and capabilities of the display adapter being
used, we performed all tests on two different commonly
used computer systems to get an impression of the variance
in time delays. The ﬁrst system (PC-1) was a Dell Dual
Core E6600 Computer System that operates on 2.4 GHz
and has 2 Gb of ddr2 RAM. For this desktop system an
Intel q965/963 express chipset family was used as the
display adapter. The second system (PC-2) was a HP Intel
Core 2 Duo T7700 laptop that operates on 2.4 MHz with
3 Gb of ddr3 RAM. This laptop is equipped with an ATI
mobility Radeon HD 2600 as a display adapter.
Finally, six experienced surgeons were asked to perform
a complete suture task on the training system to see if the
system delay affected their performance. The knot type in
the suture task was not deﬁned so all surgeons were
allowed to produce a suture similar to what they would use
in surgery. Four of the experienced surgeons performed the
task on the training setup with PC-1 and two on the training
setup with PC-2. All surgeons were asked to qualify their
own work.
Pilot study: needle-driving task
A pilot study was performed to investigate the potential
beneﬁts of visual feedback during a needle-driving task.
During the task, the participant was asked to pick up a
needle (Vicryl 3-0 SH plus 26 mm, Ethicon, Somerville,
NJ) with the needle drivers and to insert it at the right line
on the tissue (Fig. 3). Second, the participant was asked to
drive the needle, in the desired direction, through the tissue
and to remove it completely at the location of the left line.
This needle-driving task was performed during the pretest,
training session, and post-test.
Figure 6 illustrates the setup of this pilot study and how
the participants were divided into two groups. The test
group consisted of 12 ﬁrst-year medical students without
hands-on experience in laparoscopic surgery or training.
The participants were randomly assigned to one of the two
groups. During training, the participants in the ﬁrst group
received real-time visual feedback about the interaction
force until they completed the task. The participants in the
second group received no visual feedback and thus per-
formed the same task as during the pre- and post-tests.
During the training session, all participants performed the
needle driving task ﬁve times.
Each participant performed the pre-test, training session,
and post test in chronological order. Before the pretest
started, both groups received general instructions about the
needle-driving task and all participants were allowed to
manipulate and test the instruments. In addition, both
Fig. 5 Determination of the total time delay. An additional camera
(not in photo) is placed in front of the system and records the
instrument’s movements and monitor simultaneously. After record-
ing, the number of frames can be counted between the moment the
real instrument reaches point A and the moment that the displayed
instrument reaches the corresponding point B at the screen
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should be handled with care. After the pretest, the ﬁrst
group was instructed on how the size and direction of the
visualized arrow was related to the exerted force. The
second group received no extra instructions.
After all participants completed the tests, any differ-
ences in maximum and mean nonzero force between the
groups during the pre- and post-tests were determined with
Student’s t-test (SPSS v16, SPSS, Inc., Chicago, IL). A
p value \ 0.05 was taken as a signiﬁcant difference.
Finally, all participants from the group that received
feedback were asked if they understood the given feedback
and whether it helped them to minimize the applied force.
Results
Time delays
The delays from all tests as conducted on two different
computers remained almost constant during the test ses-
sion. The average delay during all tests was 0.05 (STD
0.02) s for PC-1 and 0.04 (STD 0.01) s for PC-2. One of the
expert surgeons indicated that he noticed some delay dur-
ing fast movements on PC-1. However, this surgeon also
explained that the noticed delay had no effect on the task
itself since suturing requires slow motions. The other ﬁve
experts did not mention any delays during or after the
suture task. After the task was completed, all surgeons
described the quality of their own suture as ‘‘good.’’
Pilot study: needle-driving task
Figure 7 shows the results from the pre- and post-tests of
both groups. The left column represents the group that
received visual feedback about the interaction force during
training. The right column represents the group that
received no feedback about the interaction force during
training. The mean absolute nonzero interaction force and
Fig. 6 Setup of this pilot study. This illustration shows how the
participants were divided into two groups. One group received visual
feedback about the interaction forces (VFF) during the training
session and one group received no visual feedback
Fig. 7 Results of the pilot study. FB Pre, pretest of the group that
received visual feedback; FB post, post-test of the group that received
visual feedback; Con.Pre, pretest of the control group that received no
visual feedback; Con.Post, post-test of the control group that received
no visual feedback. The ‘‘*’’ indicates that the difference between pre-
and post-test is signiﬁcant
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123the maximum interaction force during the post-test are
noticeably lower for the feedback group (1.3 N, STD 0.6 N
and 2.6 N, STD 0.9 N) compared to the same parameters
measured during the post-test of the control group (4.1 N,
STD 1.6 N and 8 N, STD 3.3 N). With a mean value of
55.4 (STD 24) s and 51.2 (STD 15) s, the time to com-
pletion in the post-test is comparable for the two groups.
All participants from the group that received visual feed-
back about the interaction force reported that they under-
stood what the arrow represented and how its properties
related to the exerted interaction force. Four of the six
participants reported that the arrow helped them to mini-
mize the interaction force during needle-driving. Of those
four participants two explained that the force arrow taught
them that removing the curved needle while rotating it
results in lower forces.
Discussion
The results from our study show that there is a signiﬁcant
improvement in tissue-handling force after training with
visual feedback of the force. The group that received visual
feedback of the force during training applied on average
68% less force during the post suture test compared with
the control group. The maximum force applied during the
post-test was on average 48% lower for the group that
received visual feedback compared with the control group.
These results and the subjective judgments of six expert
surgeons suggest that the use of training systems with
visual feedback about applied forces has a clear added
value for the training of residents.
The results of the pilot study suggest that visual feed-
back of the force does reduce the force exerted on the tissue
during a suture task. In addition, the visual feedback of the
force had an immediate effect on the needle-driving strat-
egy of two of the six participants. Based on the feedback,
those participants learned to use the curvature of the needle
during extraction to minimize the exerted forces. Further-
more, the improvement in task completion time was almost
similar for the two groups. This could indicate that visu-
alization of the interaction force as an arrow does not
inﬂuence the complexity of the suture task. This result
corresponds with the work of Reiley et al. [13]. Their
research concluded that visual feedback during robot sur-
gery reduced forces and decreased force inconsistencies
among novice robot surgeons, although elapsed time and
knot quality were unaffected.
The current study was limited to investigating the effect
of visual feedback about interaction forces during the
needle-driving phase of a suture task. Further studies are
necessary to determine whether it is possible to teach
participants to minimize the interaction forces on tissue
during the knot-tying phase of the suture task. Also, studies
with larger groups of subjects and longer time periods
between post-test and training session are needed to
determine whether the reduction of force is temporary or
permanent. Furthermore, more research is required to
identify other training tasks that can beneﬁt from this type
of training.
It is important to minimize time delays when providing
feedback during training. Time delays cause unnatural
visualization of motions and may disrupt the motor
behavior of the trainee. In the experiment, only one expe-
rienced surgeon made a remark about a delay in the display
of images at the start of the trial. However, this delay was
noticed only for the ﬁrst 2 s after the system was started.
Further investigation of the software conﬁrmed that in the
ﬁrst 2 s, frames are buffered by the camera software.
During this initialization process, the delay time increased
up to 0.2 s. To solve this minor problem, we modiﬁed the
software to force the application to ﬁnish initialization
before the task started.
Considering the time delay of the developed training
system, we found that the delay comparable was to or
lower than the delays of existing simulators. For profes-
sional simulators these delays are between 45 and 141 ms
[8–10]. In the current study, the average delay was 50 ms
for PC-1 and 40 ms for PC-2. Since voluntary movements
of humans reach a maximum 10 Hz, the computers used in
this study are fast enough to generate intuitive feedback
[7]. However, if faster and newer computers are used in
combination with faster camera systems, delays of less than
0.04 s can be reached.
Conclusion
The force-sensing training system provides us with the
unique possibility to objectively assess tissue-handling
skills in a laboratory setting. The real-time visualization of
applied forces during training may facilitate acquisition of
tissue-handling skills for complex laparoscopic tasks and
could stimulate proﬁciency gain curves of trainees. How-
ever, larger randomized trials that also include other tasks
are necessary to determine whether training with visual
feedback about forces reduces the interaction force during
laparoscopic surgery.
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